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For Self-testing 

The hCG Pregnancy Rapid Test Midstream is a rapid chromatographic immunoassay for the qualitative detection of human chorioni c gonadotropin 
in urine to aid in the early detection of pregnancy. 
【SUMMARY】 
Human chorionic gonadotropin (hCG) is a glycoprotein hormone produced by the developing placenta shortly after fertilization.  In normal 
pregnancy, hCG can be detected in both urine and serum or plasma as early as 7 to 10 days after conception.1,2,3,4 hCG levels continue to rise very 
rapidly, frequently exceeding 100mIU/mL by the first missed menstrual period,2,3,4 and peaking in the 100,000-200,000mIU/mL range about 10-12 
weeks into pregnancy. The appearance of hCG in both the urine and serum or plasma soon after conception, and its subsequent rapid rise in 
concentration during early gestational growth, make it an excellent marker for the early detection of pregnancy. 
The hCG Pregnancy Rapid Test Midstream is a rapid test that qualitatively detects the presence of hCG in urine specimen at the sensitivity of 
25mIU/mL. The test utilizes a combination of monoclonal and polyclonal antibodies to selectively detect elevated levels of hCG in urine. At the level 
of claimed sensitivity, the hCG Pregnancy Rapid Test Midstream shows no cross-reactivity interference from the structurally related glycoprotein 
hormones hFSH, hLH and hTSH at high physiological levels. 
【PRINCIPLE】 
hCG Pregnancy Rapid Test Midstream is a rapid, one-step lateral flow immunoassay in midstream format for the qualitative detection of human 
chorionic gonadotropin (hCG) in urine to aid in the detection of pregnancy. The test utilizes a combination of antibodies including a monoclonal 
hCG antibody to selectively detect elevated levels of hCG. The assay is conducted by adding urine to the specimen well, and obtaining the result 
from the colored lines. 
【SPECIMEN COLLECTION AND PREPARATION】 
Urine Assay 
A urine specimen must be collected in a clean and dry container. A first morning urine specimen is preferred since it generally contains the highest 
concentration of hCG; however, urine specimens collected at any time of the day may be used. Urine specimens exhibiting visible precipitates 
should be centrifuged, filtered, or allowed to settle to obtain a clear specimen for testing. 
Specimen Storage 
Urine specimens may be stored at 2-8℃ for up to 48 hours prior to testing. 
For prolonged storage, specimens may be frozen and stored below -20℃. Frozen specimens should be thawed and mixed before testing. 
【PRECAUTIONS】 
Please read all the information in this package insert before performing the test. 
 Do not use after the expiration date printed on the foil pouch. 
 Store in a dry place at 2-30°C or 35.6-86°F. Do not freeze. 
 Do not use if pouch is torn or damaged. 
 Keep out of the reach of children. 
 For in vitro diagnostic use. Not to be taken internally. 
 Do not open the test midstream foil pouch until you are ready to start the test. 
 The used test midstream should be discarded according to local regulations. 
【MATERIALS】
Materials provided: 1. Test Midstream; 2. Package Insert 
Materials required but not provided: 1. Specimen collection containers; 2. Timer 
【INSTRUCTIONS】
1. Remove the midstream from the foil pouch and test them immediately in one hour. 
2. Take down the cap of the midstream, then urinate on it or place the midstream into urine sample in a clean cup at least 15 seconds. 
3. Cover the cap on the testing midstream, then lay down the products on a clean and stable desk, start the timer immediately. 
4. Read the result at 3 minutes; don’t interpret the result after10 minutes.

【READING THE RESULTS】 
PREGNANT 
Two distinct colored lines appear. One line should be in the control line region (C) and another line should be in the test line region (T). One line 
may be lighter than the other; they do not have to match. This means that you are probably pregnant. 
NOT PREGNANT 
One colored line appears in the control line region (C). No line appears in the test line region (T). This means that you are probably not pregnant. 
INVALID 
The result is invalid if no colored line appears in the control line region (C), even if a line appears in the test line region (T). You should repeat the 
test with a new test midstream. 
【LIMITATIONS】 
1. The hCG Pregnancy Rapid Test Midstream is a preliminary qualitative test, therefore, neither the quantitative value nor the rate of increase in

hCG can be determined by this test. 
2. Very dilute urine specimens, as indicated by a low specific gravity, may not contain representative levels of hCG. If pregnancy is still suspected, 

a first morning urine specimen should be collected 48 hours later and tested. 
3. Very low levels of hCG (less than 50mIU/mL) are present in urine specimens shortly after implantation. However, because a significant number

of first trimester pregnancies terminate for natural reasons,5 a test result that is weakly positive should be confirmed by retesting with a first
morning urine specimen collected 48 hours later. 

4. This test may produce false positive results. A number of conditions other than pregnancy, including trophoblastic disease and certai n non-
trophoblastic neoplasms including testicular tumors, prostate cancer, breast cancer, and lung cancer, cause elevated levels of hCG.6,7 Therefore,
the presence of hCG in urine should not be used to diagnose pregnancy unless these conditions have been ruled out.

5. This test may produce false negative results. False negative results may occur when the levels of hCG are below the sen sitivity level of the test. 
When pregnancy is still suspected, a first morning urine specimen should be collected 48 hours later and tested. In case pregnancy is suspected 
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and the test continues to produce negative results, see a physician for further diagnosis. 
6. This test provides a presumptive diagnosis for pregnancy. A confirmed pregnancy diagnosis should only be made by a physician after all clinical

and laboratory findings have been evaluated. 
【EXTRA INFORMATIONS】 
1. How does the test midstream work? 
hCG Pregnancy Rapid Test Midstream detects a hormone in your urine that your body produces during pregnancy (hCG-human chorionic
gonadotropin). The amount of pregnancy hormone increases as pregnancy progresses. 
2. How soon after I suspect that I am pregnant can I take the test? 
You can test your urine as early as the first day you miss your period. You can perform the test anytime of the day; however, if you are pregnant, 
first morning urine contains the most pregnancy hormone. 
3. Do I have to test with first morning urine? 
Although you can test at any time of the day, your first morning urine is usually the most concentrated of the day and would have the most hCG in it. 
4. How accurate is the test? 
A clinical evaluation was conducted comparing the results obtained using the HCG Pregnancy Rapid Test Midstream to another commercially 
available urine membrane hCG test. The consumer clinical trial included 413 urine specimens: both assays identified 117 positive and 296 negative 
results. The results demonstrated >99% overall accuracy of the HCG Pregnancy Rapid Test Midstream when compared to the other urine 
membrane hCG test. 
5. How sensitive is the test? 
hCG Pregnancy Rapid Test Midstream detects hCG in urine at a concentration of 25 mIU/mL or greater. The test has been standardized to the 5th 
W.H.O. International Standard. The addition of LH (300 mIU/mL), FSH (1,000 mIU/mL), and TSH (1,000 µIU/mL) to negative (0 mIU/mL hCG) and 
positive (25 mIU/mLhCG) specimens showed no cross-reactivity. 
6. What should I do if the result shows that I am pregnant? 
It means that your urine contains hCG and you are probably pregnant. See your doctor to confirm that you are pregnant and to discuss the steps 
you should take. 
7. How do I know that the test was run properly? 
The appearance of a colored line in the control line region (C) tells you that you followed the test procedure properly and the proper amount of urine
was absorbed. 
8. What should I do if the result shows that I am not pregnant? 
It means that no hCG has been detected in your urine and probably you are not pregnant. If you do not start your period withi  n a week of its due 
date, repeat the test with a new test midstream. If you receive the same result after repeating the test and you still do not get your period, you 
should see your doctor. 
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